
Replacing Flexipar Socket with Techni-Lux ZELS0036 Socket 

 

1. Unscrew silver thumb screw on back of unit to separate back part from the front. 

 

2. Unscrew black knowb to losen socket round base and expose wires. (Inside there's a black spring 
on the screw.) 

 

 



 

3. Insert a flat head screw driver to release ceramic socket. 

 

 

 



 

4. The ground wire stays. 

 

 



 

 

 

 

 

 
 
 

 


